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AUDICOR TS Operating Summary

Q onset to S1 (EMAT, electromechanical activation time)

Left Ventricular Systolic Time (LVST)
S3 Strength

MAINTENANCE & TROUBLESHOOTING
Maintain AUDICOR Sensors

Replace the Console Battery

Maintain the Printer

Change Printer Ink Cartridges

Clean and Inspect the Patient Cable

Clean the Sensor Connectors

Disinfect External Surfaces of the Patient Cable
Respond to Noisy Sound Traces
Troubleshoot the Printer

Printer Indicators and Keys

Respond to Alert Messages on Notebook PC
Contact Inovise Customer Support

ADVANCED TOPICS

Adjusting Configuration Settings

Using Advanced Tools

Uploading Records from AUDICOR 200S
Exporting Records

Exporting Records
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Inovise Medical, Inc.

8770 SW Nimbus Avenue

Suite D

Beaverton, Oregon 97008-7196
USA

L

Authorized Representative for the CE Mark:
Priory Analysts

The Atrium, Park Street West

Luton, LU1 3BE, United Kingdom
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= If a “Set Up a Partnership” popup box appears on the display, select the
ACQUIRE tab to continue.
= If not in the Verify Trace screen, select the button in the Patient
= Information screen on the AUDICOR Console to advance.
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4-Lead Solution Lead Placement

Place V3 between fourth intercostal
space at left sternal border and V4
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10-Lead Solution Lead Placement
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The Patient ID is used as an identifier for data storage. There is no need to explicitly save the
recording or optimization session. All data entered and recorded tests will be automatically stored
on the notebook PC.
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Shut Down Notebook PC
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Sound
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Slide the battery door open.
Unplug the battery cable.

Remove the battery from the console.

Replace with a fresh battery.

Plug in the battery cable.
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